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Type 5 Integrator Steam 

STOP! be sure...be ParaSure

Unprocessed indicator

The three additional triangles are pink 

PS1840 

Registered Address:
W W W . P A R A S U R E . C O . U K

W W W . P A R A S U R E O R G A N I C S . C O M

ParaSure Limited Units B10/11 Oakendene Estate
Bolney Rd Cowfold West Sussex RH13 8AZ England

+44 (0)1403 864777

Successfully processed indicator
All three additional triangles are now black.

PASS
Items in
tray/pack can
be safely used

Unsuccessfully processed indicator
Only partial colour change to bottom triangle.
Cause: only temperature present 

FAIL
Do NOT use

items in
tray/pack

Unsuccessfully processed indicator
Only partial colour change  to top and middle triangle.
Cause: insufficient steam penetration 

FAIL
Do NOT use

items in
tray/pack

Unsuccessfully processed indicator
Only partial colour change to middle and bottom triangle.
Cause: non-condesnable gases present 

FAIL
Do NOT use

items in
tray/pack


